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A-C OPERATED 
DIRECT-CURRENT AMPLIFIER 
FOR INDUSTRIAL USE 

• THE MAIN FUNCTION of a direct- 
current amplifier is effectively to increase 
the sensitivity of direct-t'lirrent indicating 
or recording instruinenls. Us<*d with indi¬ 
cating instruments, it makes possible the use of rugged instruments for 
indicating small voltages and currents instead of the delicate, high 
sensitivitv instruments which would otherwise he required. Reconlers. 


IN THIS ISSUE 

Pojge 

An -Analyzer for 
Noise Meascre- 
MENT.6 


Figure 1. Type 715-A Direct-Current Amplifier and E8terliiie-Angii8 5-milIiampere 
recorder. The amplifier can l>e obtained in a case to match the recorder as shown here, 
or in a w’alnut cabinet as shown on page 3. A relay-rack mounting to hold both the 
amplifier and the recorder is also available. 
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beraiise of the higher power required to 
operate them, cannot he used on weak 
currents and voltages without an ampli¬ 
fier. The amplifier, therefore, extends 
the use of these instruments to fields 
formerly heyond their scope, permitting 
continuous records of sound level, light 
intensity, frequency, and other phe¬ 
nomena easily converted to weak direct 
turrenls. 

\n additional use of the d-c amplifier 
is in automatic control circuits where, 
instead of being used to operate an indi¬ 
cating or recording instrument, the am¬ 
plifier output actuates relays to control 
the original phenomenon or to perform 
some other function. 

Wliilc "direct-coupled,” ''‘zero-fre¬ 
quency,” or ”direct-current” anqdifiers 
are by no means new, various difficulties 
have previously prevented entirely sat¬ 
isfactory |>erformance. Battery ojM?ra- 
tion was once considered essential, and 
usually one set of heavy and exfwiisive 
batteries was useil fi>r each tube. Such 
complications naturally limited the use 
of the equipment to applications where 
the desired results could lie secured in no 
other way. 

In the amplifier here descriheil, oper¬ 
ation from the alternating-ciu*rent power 
line has been achieved with no loss in 
stabilUy w ith complete free<Iom from 
fluctuations due to line voltage varia¬ 
tions within reasonable limits. Several 
features are incorporated involving 
principles ami apparatus which have 
only tR‘corae available in comparatively 
recent times. In particular, the use of 
degeneration, to stabilize the amplifier 
gain and to improve the linearity of re¬ 
sponse, and the use of voltage regulat¬ 
ing transformers and tubes are im¬ 
portant. Figure 2 is a schematic circuit 
diagram with |K)wer supply omitted. 


I'lie operation of the instrument is ex¬ 
ceptionally simple, and for continuous 
recording it can he run for weeks with¬ 
out attention, except for a daily check of 
the zero adjustment which takes per¬ 
haps a half minute. The tubes w ill have a 
life expectancy of better than 3000 hours 
{120 days) when continuously used, and 
the deterioration of other parts is neg¬ 
ligible. 

One of tlie most important uses of the 
amplifier is in recording work. Full-scale 
output of the amplifier has, therefore, 
been made 5 milliamperes to operate an 
Fs ter line-Angus II igh-Sensitivity 
Graphic Instrument which requires 5 
milliamperes for full-scaledeflection.This 
output can be obtaincMl for input volt¬ 
ages of 0.1, 0.2, 0.5, and 1.0 volt. A panel 
meter which is in series with the recorder 
indicates the output current in milliam¬ 
peres. 

The input resistance can be varied by 
jmwers of 10 between 100 »>hms and 10 
megohms, the operating value being se¬ 
lected by means of a panel switch. An 
o|>en circuit position is also provided 
w Inch connects the grid of the first tube 
directly to the input terminals; and. in 
addition, an input potentiometer with 
K-(^ smoothing filler can be switched in 
80 that the input voltage can be adjusted 
to any desired value. The input resist¬ 
ance for this [iosition is 150,000 ohms, 
approximately. 

Although the instrument should be 
considered as a voltage 0 |K*rated device, 
its extreme sensitivity as a current am¬ 
plifier should be noted. One-tenth of a 
volt input w ill give a full-scale deflection 
in the five-milliamj>ere output circuit. A 
current of only 0.01 microamp<*re passed 
through the 10-megohm input resistance 
will provide this one-tenth volt input. 

(Continued on page 4) 
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Figtre 2. 


Sriicmutic diagram of llit* Tvpk 7lS-.\ Dirr<!l-( lurmit Amplilirr. 



Tbe uinplificr consints of threi* 8lagei» in coh* 
cadr, the lirKt two being pentcnlefi, the lant a 
triode. For degeneration tt» I»e applir^l, it ia 
necetwary' to have an o<ld iiiimlier of phaae 
reveraala. The aiimileat arrangement is to iiae 
an odd nnmlM*r of amplifier ntagea. The total 
output eurrent of tlie iinni stage is passed 
thniijgh a resistanre plaeed in series with the 
cathode-grid circuit of the first tube. By ad¬ 
justment of this resistance, the effective gain 
of the amplifier may be set ut a desired value, 
which, when a spet'ified voltage is applie<l to the 
input terminals, will result in the desired output 
current. This degeneration resistance is in the 
form of preadjusted resistors selected by the 
R.\NGE switch. 

A bias control (ZERO SET) is provided 
whose normal setting w<Mild bring the output 
current to zrro for zero input voltage. In some 
cases, however, use may be made of the adjust¬ 
ment as an offset zero, to cancel a portifui, or 
all, of a steady input voltage so that the instni- 
ment responds to changes from this steady 
value. 

In the schematic diagram, certain connec¬ 
tions are imbeated for supply voltages, but for 
simplicity the voltage dividers are not shown. 
Actually, the first two stages operate on indi¬ 
vidual voltage dividers giving a high dt^gree of 
isidation from the common plate supply and, in 
particular, from the lust stage. 

The steady plate current of the output stage 
is removed from the output by the use of a 
bridge-type output circuit having a glow-tiilie 
regulator os one arm. A |>ortion of the steady 
voltage across the glow tiilie is utilized for bias 
adjustment. No direct stabilization of the 
plate voltage supply is required. However, 
since an increase in plate voltage would result 
in some unbalance in the output bridge which is 
not entirely compensated by the increased bias 
applied through the degenerative resistance, a 
voltage pro|M>rtional to plate voltage is fed into 
the first gnd circuit in reverse phase. By fac¬ 
tory adjustment of the magnitude of this volt¬ 
age, compensation of plate voltage supply 
changes over a w'ide range is attained. (The net¬ 
work for this is not indicated in the schematic 
diagram.) 

After the amplifier has been made stable in 
the ordinary sense, a new source of diflicultv 
appears which would cause no trouble in ampli¬ 
fiers which are not direct-coupled. It can be 


* 


shown that a temperature change of the cutlioiic 
of the first tube is eiiuivalent to a small change 
in bias. In an amplifier of the usual type iit> 
effect on performance would be ol»serv»*<l, but 
in the direct-I'^iupled amplifier an immetliatc 
change in output is noted, as a shift in the 
’’zero" position of the output meter or rccortler. 
To overcome this, it is necessary to stabilize 
carefully the operating voltage apfiliiHl to the 
heater of the Hrst tube. A ballast lump has siif- 
licicnt range of contnd to apparently give satis- 
foetorv results, but its large thermal lag reiulers 
it ineffective for rapid changes in heater supply 
voltage. Con8e<|uently a regulating transformer 
is us«l to overc<»me the effects of sudden 
changes, while the ballast lamp oven*omes anv 
residual slow variations. When pro|N*rly aif- 
jiisted, this conibinution gives a stable zen» over 
a line voltage range of from 10(1 to 1.30 volts. 

Figure 3. The Type 715-A Dirc<*t-(Current 
Amplifier in walnut cabinet. 
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APPLICATIONS 

A particular application, which was 
kept in inintl during development of the 
amplifier, is that of recording the fre¬ 
quency indications of a Type 83 4-A 
Electronic Frequency Meter. By adjust¬ 
ment of the amplifier gain, full-scale 
readings on the recorder c’an l>e made to 
agree with full-scale readings of the fre¬ 
quency meter, for each range. By use of 
an offset zero in the amplifier an ex¬ 
panded record of changes in frequency 
over a portion of the normal range can 
be obtained. Since many quantities can 
be observed through frequency changes, 
this comhination can be applied to 
many problems such as frequency drift 
in radio transmitters and crystal oscil¬ 
lators, and radio-meteorograph observa¬ 
tions. 

In conjunction with the Type 759-A 
Sound-Level Meter a continuous record 
can be made of average noise or sound 
levels over long periods of time. This 
is e8|K?cially important in noise survey 
studies of offices, factories, broadcast¬ 
ing studios, and city streets. 

Owing to the high input resistance of 
the amplifier, it can be used in the re¬ 
cording and measurement of hydrogen 
ion concentration with low-resistance 
elcctroiles. 

(Comparatively weak radio telegraph 
signals can be recorded on tajw! re¬ 
corders by use of a small oxide rectifier 
(if a direct-current signal voltage is not 
otherwise available), the direct-current 
amplifier, and the reconler. In such ap¬ 
plications the amplifier output can be 
utilized to operate relays, counters, or 
other devices as well as a signal recorder. 

'The direct-current amplifier and re¬ 
corder can be 0 |»erated directly from the 
output of a photronic cell. A number of 


applications are then possible, since the 
illumination of the photronic cell can be 
made to vary in accordance with such a 
large numher of factors. 

These include: 

(a) Variations in daylight, as, for in¬ 
stance, in a manufacturing plant. 

(b) Variations in artificial light brought 
about by dust or smoke in the air. 

(c) Amount and duration of sunshine. 

Since the amplifier and recorder ac¬ 
tually constitute a cahbrated recording 
voltmeter and, through the use of known 
input resistances, a recording milliani- 
meter or microammeter, records of 
<Iirect-current voltage or current varia¬ 
tions can be obtained directly, opening 
up many applications where these ob¬ 
servable quantities may be made re¬ 
sponsive to many factors. 

For some applications, the ampliGer 
may serve in place of sensitive direct- 
current galvanometers. Using a one- 
megohm input resistance, the amplifier 
has a sensitivity of the order of 0.0004- 
microampere for one-Gfth of a division 
on the meter scale, comparing with a 
good grade of galvanometer having a 
sensitivity of 0.0005 microampere per 
mm. at 1 meter. The indicating meter 
on the panel of the amplifier gives a 
high-speed resfMjnse where the galvanom¬ 
eter has roughly a lO-second |)eriod. 

A survey of the conditions of use 
should be made before the suitahility of 
the amplifier to any given application 
can be established. Particular attention 
must be paid to the conditions of ground¬ 
ing and to voltages develo[)ed between 
the amplifier input terminals and 
ground. In applications involving recti¬ 
fied voltages or currents, attention must 
be given to the waveform of the input 
voltage, because of possible overloading 
on peaks on waveforms giving small av¬ 
erage values. — J. K. Clapp 



lET LABS, INC in the GenRad tradition 

534 Main Street, Westbury, NY 11590 tel: (516)3 


www.ietlabs.com 
•FAX: (516) 334-5988 



5 


SPECIFICATIONS 


Rant 11 The inAtrument U provicleil with four 
calibrated ranges, selected by meanri of a switch, 
giving 5 niilliam^res linear output in the re¬ 
corder circuit of 10(K> ohms, for input voltages 
of 0.1, 0.2, 0.5, and 1.0 volt applied at the input 
terminals with either |>olarity. The gain is best 
expressed as a transcondiictance; the maxiniiim 
value is 50,0<K1 micromhos. 

Accuracy: As a caiibrate«l voltmeter, the ac¬ 
curacy of calibration is approximately 1%, lliis 
accuracy lieing maintained over considerable 
periods of time. 

Input Circuit: Means are provided fur select¬ 
ing anv one of a numlier of input resistances, so 
that the instalment not only has an adiiistable 
input resistance, but can serve as a calibrated 
millivoltmeter or mieroummeter. The input re¬ 
sistances range in powers of 10 from KM) ohms 
to 10 megohms. Snort-circuit and open-circuit 
positions are also supplie<l on the selector 
switch. 

For tliose applications where relative values 
only are of interest and where the voltage 
available exceeds 1 volt, one of the switch po¬ 
sitions conne<;ts the input to a variable gain 
contnil, so that the voltage applied to the first 
grid can be adjusted to any desired value. The 
input resistance for this position is 150,000 
ohms approximately. 

Output: The output circuit is dcsigncfl to op¬ 
erate a 5-milliampere meter mountetl on the 
panel and an external meter or device such as 


the Flsterline-Angus 5-milliampere rw’order, 
and is provided with a manually adjusted com- 
{lensating resistance. The r>ompensating resist¬ 
ance is adjusted to allow for the resistance of the 
external device, so that Uie instrument always 
works into a normal resistance of l(MK) ohms. 
Although the instrument functions fM»rfiH*tly 
when operating into resistances faim 0 to 200<> 
ohms. Its calibration is afTei'ted slightly if the 
total impeilance deviates materially fa»m the 
10<M)-ohm value. 

Power Supply: 'I'he instrument is intended for 
operation dirwlly from 105-125 or 210-2.50 
volts, 60-cycle mains. Other voltages or other 
fre«piencies can lie supplied (»n special t>r<ler 
only. 

Power Input: The power drawn faim the 60- 
cycle mains is approximately 35 watts. No bat¬ 
teries of any kinil are employed. 

Vacuum Tubes: The tulies furnisheil with the 
instrument are: two t>i>e 6J7-C, one6F6-<i, one 
6X5-G, one VR-105-30, one 4A1. 

Mounting: The amplifier is mounted in a cast 
metal case identical with that used on the 
F#steriine-Angus recorder, or in walnut cabinet, 
as desired. 

Dimensions: Type 715-.AM, (height) 15^ x 
(width) 9 X (length) 8^ inches, over-all; Type 
715-AE, (height) 15 x (width) 8^ * (l<^»Kth) 
8^ inches, over-all. 

Net Weight: With Esterline-Angus case, 26)<i 
|Miunds; with walnut cabinet, 23 pounds. 


Typ* 


Om/c UTord 

Price 

715-AE 

1 In EMterliue-AnguH case. 

.... 1 ASIDE 

$2.50.00 

715-AM 

In walnut cabinet. 

. 1 AIX>FT j 

225.00 


Thi* iiMirammt i« niaiiurartur*<l and tetd under patente nf il»e American TelcitluMie and Telegraph Companr. anielv for 
oliliaation in reaearrh, invealiftalion, measure men t, teatinf. tnalrurliun and devciopmcnl work in fnire and applied arieorr. 
including induatrial and engineering fielda. 


A MODIFICATION OF THE CAPACITANCE TEST BRIDGE 
FOR MEASURING GROUNDED SAMPLES 


• AMOOIFICATIONofthe 

Type 740-B Capacitance 
Test Bridge is now available 
which has one of the lest 
terminals grounded. This 
new model is extremely use¬ 
ful in the electrical manu¬ 
facturing and electric jiower 
fields for capacitance and 
power-factor tests on insu¬ 
lators, cables, transformers, 
etc. A folder describing the 
new bridge (T4 T»e 740-BG) 
will he sent on request. Ask 
for Form 516-A. 
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AN ANALYZER FOR NOISE MEASUREMENT 


USES OF NOISE ANALYSIS 

A MHind-frcquenry analysis is often a 
nei'essary step in the location an<) elimi¬ 
nation of noise. While, for prochurtion 
tests and acM’eptancje tests on most me- 
(‘hanical and electrical devices, a meas¬ 
urement of the loudness of the noise 
with the Type 759-A Soiind-Iievel Meter 
provides all the necessary information, 
there are many problems in machine 
design and installation which cannot 
he solved without a knowledge of the 
fretpiencies of the various noise com- 
|)oncnts. 

W^ith this information, sources of 
noise com|)onents can be traced and 
their souri'es located. Machine parts, for 
instance, may tend to vibrate at their 
natural frequencies. These resonant fre¬ 
quencies can be calculated, and when 
one ap|M‘ars as a prominent com|>onent 
of the total noise, it usually is generated 
hy the corresponding machine part. 


TYPES OF NOISES 

The nois4*s generated by ordinary 
ly})es of machinery may Ik* divided into 
two general classes. The first includes 
sounds vvlu^se pilch corresjMmds to the 
fundamental frequency at which the ma¬ 
chinery is ojierating or at some harmon¬ 
ically related frequency. Sounds in this 
class are characteristically harmonic in 
nature, and their frequency will vary 
with the sjjeed of the machine. Many 
tyjies of high-S|M*ed rotating machinery, 
such as centrifuges, dynamos, etc., pro¬ 
duce sound almost entirely in Class One. 

The second class of noise includes all 
of the soM'alled "iinpit<died” noises, 
which are usually generate*! hy mechan¬ 
ical parts of a machine vibrating at or 
near their natural frequencies as a result 
of shock excitation. Such noise is in the 
form of a series of <lanq>ed w aves, which, 
although they may recur at regularly 
timed intervals de|)ending u|>on the 


Figi'KB 1. View of the Typk 76()-A Sound Analyzer with cover removed. 
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iiiut’liiiiery speetL « essentially *>f 

coni|M>iieiits eorres|M»iuliiig to the nat¬ 
ural frequencies of the vibrating parts 
an«l l>earing no <leliiiite liarinonic rela¬ 
tionship to the fun<laint‘ntal 8{»ee(l of the 
machine. The achiul frequencies in¬ 
volved in such sotimls are seldom clearly 
defined, since the elTects of slux'lv excita¬ 
tion and damping, as uell as the move¬ 
ments of the various parts or the varia¬ 
tion of forces impress4*d iqxm them, 
cause appreciable shifts of frequency. 
Sounds in (Hass I’wo are what are gen¬ 
erally descrilied as rattlers or clashing 
sounds and are more often encountered 
in reeriprocating machinery than in ro¬ 
tating machinery. 

TYPES OF ANALYZERS 

Analyzers hitherto available for sep¬ 
arating noises into their com{)onent fre¬ 
quencies have Ik^cii a<laptations of in¬ 
struments originally designed for other 
pur|M>scs. This lirnitcil their use to re¬ 
stricted fields. Heterodyne analyzers, 
for example, are completely satisfactory 
only when measiu'ing C!las8-(Tne noises 
having essentially constant pitch. Owing 
to their extremely sharp response and 
constant hand width in cycles, they can 
seldom l»e used for measuring Class-Two 
noises. A hand width variable in steps is 
somewhat more satisfactory, hut is still 
subject to large errors. Tuned circuit 
analyzers have a characteristic nearer 
the ideal, hut arc cuml>ersonie and exfien- 
sivc, and are usually not continuously 
adjustable. Unfortunately, this lack of 
satisfactory instruments has led many 
engineers to the conclusion that sound 
analysis is inherently ilifTicult and un¬ 
satisfactory. 

TYPE 7 60-A SOUND ANALYZER 

A new analyzer, designed solely for 
sound and noise measurement, has been 
develo|>ed by the General Radio (Jora- 


WlOt-RANGE 
AMPuriER 



VARIABLE FEED-BACK 
NETWORK 


Figcre 2. Fiiiu’tioiiul liltK'k diagram (showing 
the operation of the analvzrr. in thi!* rirciiit the 
oiitniit of an amplitirr in fnl hack to the input in 
Kiicli a manner a« to produce degenerative ac¬ 
tion and cancel the amplifier gain excepting at 
the frequencicis within the pans hand. To vary 
the tuning or the selei’tivity of tliift device only 
the feedback cinMiit itself need he adjusted, and 
no changes in the amplifier itself are rnpiired. 
The feedhack network halances to a sharp null 
at a imint corresponding to the peak in the pass 
hand of the anafyzer. Any variation in the ual- 
anee frequency of the feeilhack network pro¬ 
duces a corresponding change in the freipiency 
to which the analyzer is tuned. 


))aiiy. This new instrument. Type 760-.\ 
Sound .Analyzer, o|)erale8 on different 
principles, and is far more satisfactory 
for analyzing the average noise than any 
device which has heretofore !>een gen¬ 
erally available. 

Briefly, the new instrument o|)crate8 
on the selective in verse-feed back prin¬ 
ciple,* as shown in Figure 2. 

The use of this ty |h* of circuit has made 
possible a selectivity characteristic 
which is a constant-iiercentage function 
of the freipiency to which the device is 
tuned. Most acoustical and sound en¬ 
gineers agree that this type of selec¬ 
tivity curve is ideal for the purpose of 
noise analysis. For measiu-ing sounds of 
Class One, an analyzer of this type is 
relatively unaffected by even large 
changes in the fundamental sf»eed of the 
machinery being tested, since any atten- 

•II. II. Scon, *'i\ IXpw Tvim* of Selective Circuit mwl 
Some Apnlicationn.’* Proe. iM.B,, Vol. 26, No. 2, |>|». 
226.23S: Feb. (19.3B). 
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FREQUENCY 



CYCLES 

25 - 76 - 260- 760-2600-7600 

#A #B #C ^ ^E A 

FREQUENCY RANGE PHONES 


Figure 3. The tuning controls consist of a 
single dial and a row of push-button switches. 
The dial frequency span in cycles per second 
for each range is cngraveil above the corre¬ 
sponding [iiish button, i.e., 25-75, 75-250, etc. 

nation caiLsed hy such s{>ee(l Hiictualions 
is (Constant for the fundamental and all 
harmonics, so that their relative ampli* 
tudes are still measured correctly. For 
the impitched sounds of Class Two, 
which usually cover hands of frequencies, 
the selectivity curve is sufliciently wide 
to give accurate readings. 

'Fhe new analyzer is shown in Figure 
1. Many of its mechanical and electrical 
features are identical with those of the 
Type 759-A Sound-Level Meter. Both 
instruments are similar in apjiearance, 
light in weight, and easily jKirtable. 
Other features common to both instru¬ 
ments are complete operation from self- 
contained batteries, the elimination of 
all battery adjustments, and low battery 
drain resulting in extremely long bat¬ 
tery life. Like the sound-level meter, the 
analyzer contains no coils or inductances 
whatsoever and hence is totally unaf¬ 
fected by all ordinary magnetic fields. 



TUNING 

An outstanding feature of this ana¬ 
lyzer is the tuning system, which con- 
sists entirely of resistors and condensers. 

The resistors are ganged together on a 
conunon shaft and provide a continuous 
adjustment of frequency. The conden¬ 
sers are switched by a push-button ar¬ 
rangement to change the frequency 
range covered by the ganged resistors. 

The dial has a spread-out logarithmic 
frequency scale covering a range of 
slightly over three to one, and the range 
is shifted quickly and easily by means of 
the push-button switch. The dial can 
he rotated continuously, so that the en¬ 
tire range of the device may be covered 
in a minimum of time. The push-button 
sw'itch also allows quick adjustment of 
the tuning from one extreme of the fre¬ 
quency range to the other. 

SELECTIVITY 

Figure 4 compares the selectivity ^ 
curves of Type 760-A Sound Analyzer 
and a typical heterodyne analyzer at 
several points in the sound-frequency 
range. Expressed as a percentage of the 
frequency to which the analyzer is 
tuned, the pass band of the heterodyne 
analyzer is undesirably wide at low" fre¬ 
quencies and unusably narrow at high 
frequencies. The new analyzer, how¬ 
ever, has a constant percentage band 
width at all frequencies. For measuring 
Class-Two sounds or Class-One sounds 
of varying pitch, this type of character¬ 
istic is essential. 

Examples of the errors occurring with 
different types of analyzers are shown in 
Figure 5. For purposes of simplirication, 
it is assumed that, after the analyzer is 
tuned to a component, the freipiency 
shifts by 1%, thus causing an amount of 
attenuation depending u|K>n the selec- 
tivity curve of the analyzer. It will be 
noted that Curve A, for the Ty'pe 760-A 


GENERAL RADI 
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EXPERIMENTER 


Sound Analyzer, shows a constant at¬ 
tenuation at all frequencies within its 
range. For a Class-One sound measured 
on this analyzer, therefore, small fre¬ 
quency shifts have no appreciable effect, 
while large frequency shifts provide an 
equal reduction of all components, so 
that they still remain in their proper re¬ 
lationship with one another. Curve B, 
however, illustrates what happens when 
a conventional type of heterodyne ana¬ 
lyzer is used for this purpose. Under 
these conditions the error reaches 10 
decibels at a frequency only a little above 
300 cycles, and in that range from 1000 
to 2000 cycles where the ear is most sen¬ 
sitive the response of the analyzer is 
down by 30 decil)el8, more or less. Ob¬ 
viously, under these conditions, these 
heterodyne analyzers will give results 
which are highly erroneous. 

As previously mentioned, attempts 
have been made to eliminate this dilTi- 
culty by tbe use of several band w idths, 
usually related by factors of ten. Curve 
C shows the result obtained with a typ¬ 


ical analyzer having a 5-cycle band-pass 
characteristic with a sharp cut-off be¬ 
yond that point. Curve D is a continua¬ 
tion of Curve C into the higher fre¬ 
quency range and shows the extreme 
attenuation obtained. Curve Erepresents 
the response of the same analyzer w ith a 
50-cycle band width. Under normal op¬ 
erating conditions the error obtained 
with this analyzer would be indicated by 
Curves C and E. The large discrepancy 
falling at the cross-over freipiency, in 
this case 500 cycles, should be noted. 
Under these conditions an error of 25 
decibels occurs at this jM)int, which is 
most serious for all sound-analysis work. 
If the 50-cycle band were used at lower 
frequencies in order to minimize this 
error, the selectivity would probably be 
insufficient to give satisfactory results, 
because even at 500 cycles the band 
width is 10% of the freijuency to which 
this device is tuned. 

Of course, the actual results obtained 
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with any given soiinil with the heter¬ 
odyne tyjK*s of analyzers may Ik? l>etter 
or worse than that shown in the dia¬ 
gram, dejKmding iipm the amount of 
frccjueney shift present in the sountl be¬ 
ing measured and the frequeney-versus- 
time c’haraeteristics. The results in most 
cas<*8 would, however, he unpredietahle, 
exc*ept through a series of elaborate 
measurements. The possibility of su<*h 
serious errors is probably the main rea¬ 
son why the heterodyne type of analyzer 
has lR*en abandoned for most pur|>oses 
of sound analysis, excepting in those few 
eases where the machinery 8|K?ed c*an he 
hehl within very close limits. 

VOLTMETER 

Another innovation is the logarithmic 
vacuum-tube voltmeter, which covers a 
range of 42 decibels w ith a spread-out 
decibel scale. The meter is calibrated in 



Figure 6. 


srair of tlir Type 760-A 
Soiiiiil Analv/rr. 


both decibels and |M*rcentage, so that 
readings may be conveniently taken in 
any desired units. 

The shape of the meter deflection 
characteristic has bt'cn pur|>osely ad¬ 
justed to provide a higher degree of ac- 


Figure 5. Error in indication of various types of analyzers for an arbitrary shift of 1% in the 
frequency of source under measurement. 
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curary of n^ading al the higher levels, 
since it is the highdevel coni|K»nents 
which are of most iiii|jortance when 
analyzing a noise. Because of this meter 
characteristic no multiplier switch is re* 
(|uircfl on the sound analyzer, a feature 
which makes rapid analyses {N»ssihle and 
which eliminates many chances of error 
ill recording data. 

OTHER USES 

As frecpiently happens with new in* 
slrumeiits. many uses have lH*<‘n discov¬ 
ered for the sound analyzer in lields 
ipiitc outside that for which it was de¬ 
signed. One of the most im{>ortant of 
these is the use of the instrument as a 
lulled uinplifier and null indicator in 
bridge hulancing. The selectivity char¬ 
acteristics of the device are ideal for 
hridge-halancing [>ur{>oses and provide, 
partii'iilarly at low frequencies, a degree 
of discrimination which has not hitherto 
iicen availahle in most hridge-halancing 
devices. Of particular im|>ortance is the 
fact that the analyzer is unaffected hy 
6()-cycle pickup and hence may he used 
in the many applications involving meas¬ 
urements at this frequency. 

TTic sensitivity of the circuit is such 
that an input voltage of a millivolt will 
provide a satisfai’tory deflection cm the 



indicating meter. Tliis is about equiva¬ 
lent to the simsitivity of a pair of head 
telephones at 1(MM) cycles, which corre- 
S|>onds with the resonant frequency of 
the phones and is nearly at the {leak of 
efficiency of the human ear. Obviously, 
therefore, since the analyzer will ojicrate 
at any frequency iKrtween 25 and 7500 
cycles, it is far su{H*rior in sensitivity to a 
|»air of tele|ihones over the greater {wr- 
tion of the range. 

The logarithmic voltmeter is a great 
convenience for hridge-halancing ap[di- 
catious. If desired, a |>air of head tele- 
{ihoiies may he {ilugged into the output 
of the analyzer to provide aural as well 
as visual balance. 'The same automatic 
gain control which is in the voltmeter 
circuit will then o{M‘ratc on the tele- 
{ihones, {iroviding an acoustic shock ab- 
sorlier which effectively {irevents dis¬ 
agreeable acoustic shock if the liridge is 
suddenly unbalanced. 

The use of the Type 760-A Sound 
Analyzer for wave analysis is, of course, 
not restricted to acoustical aiqilications. 
It is quite suitable for the analysis of 
audio-frequency electrical waves over a 
voltage range of 100:1. 

II. II. Scott 


SPECIFICATIONS 


Frequency Ringe: Calihratrd ilirertly ill 
cycles from 25 to 7500. Ttiis total range id 
covered in 6ve complete tiimd of the tuning 
knot*, the ranged on the varioiid tlial rotationd 
being 25 to 75. 75 to 250. 250 to 750. 750 to 
25(X>, and 25(K) to 75(K) cycles. A piidh-hiitton 
Hwitch allowH immediate change of the main 
control to any of these ranges. 

Input Voltece: The anaiyiecr will give Udahle 
indicationii on input voltages ranging from 1 
millivolt to 10 volts. The meter scale id cali- 
bratfMl for reading directly component tones 
down to 1% of the sound presdiirc (or voltage) 
of the fundamental or loudest eomiMinent. .Ac¬ 
cordingly, to make full use of this feature, the 
input voltage at the loudest c4»m|N>nent or fun¬ 
damental dhoiild he (M volt or higher. 


Selectivity: The average dcleclivity is such 
that the relative attenuation is 3 db at 1% off 
the peak to whieli the aiialv/.er id tuned. The 
attenuation id at leant 35 db at twice the fre¬ 
quency to which the analyzer id tune<l. 

Circuit: The circuit connidtd of a three-stage 
amplifier made dclcclive by the use of degener¬ 
ation. and an approximately logarithmic 
vaciium-tuhc voltmeter circuit, which allows a 
range slightly in cxcese of tO decilield, or 100 
to 1, to lie read on the meter dcalr. 

Meter: 'Hie indicating meter id calibrated down 
to 1% of the fiindainriital or loudest com- 
IMinent of the doiind. A decibel scale id aldo in¬ 
cluded, extending to 40 deciheld hclow' the fun¬ 
damental or loiiucHl rom|)onent. 
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Telephones! A jack is nrovuird on the panel 
for plugging in a pair of head telephones, in or¬ 
der to listen to the actual component of the 
sound to which the instrument is tuned. This is 
also useful when using the analyzer as a bridge- 
balance indicator. 

Tubes: Three III4G and one 1F7GV tubes are 
required. A neon regulator tube is also used. 
A complete set of tulics is supplied with the in¬ 
strument. 

Batteries: The batteries retpiired are four 
Burgess No. F2BP 3-voIl batteries, or the 
(HluiTalent, and three Burgess No. Z30N 4.S- 
volt batteries, or the equivalent. .\ compart¬ 
ment is provided in the case of the analyzer for 
holding ail hatteries, and connef’tions are auto¬ 


matically made to the batteries when the cover 
of this compartment is closed. A set of bat¬ 
teries is included in the price of the instrument. 

Case: The analyzer is huilt into a shielded 
carrying case of airplane-luggage construction, 
covered %vith a durable black waterproof ma¬ 
terial and equipped with chromium-plated 
comers, clasps, etc. This case has l»ecn designed 
to combine durability with ii^ht weight and 
good appearance. When operating the analy zer, 
the cover is ordinarily removed. An additional 
handle is provided on the panel of the instru¬ 
ment for convenience in moving it about while 
it is in operation. 

Dimensions: (l.ength) 15 x (width) 10 X 
(height) 11inches, over-all. 

Net Weight: 37 pounds, with batteries; 30 
pounds, without batteries. 


Type 

Code ITord 

Prict' 

760-A 1 

1 ATTAR 1 

$260.00 

Set of replacement batteries for above. 

1 ATTARADBAT | 

8.(NI 


ThU nulrumenl b inanalacturetl And Mild under patent* of the American Telephone and Telefraph Oinipanjr, Mileljr for 
utiliaatkin in reaearrh. investigation, measurement, testing, instruction and development work in pure and applied science, 
including industrial and engineering fields. 

Patent apidied fur. 


MISCELLANY 


• A LIMITED NUMBER of re- 

prints is available of the article by D. H. 
Sinclair, entitled "Parallel Resonance 
Methods for Precise .Measurements of 
High Impedances at Radio Frequen¬ 
cies.” This article apjieared in tlic De¬ 
cember, 1938, issue of the Proceedings 
of the I.R.E, 


• AT A MEETING of the student 
section A. I. E. E. at the University of 
Wisconsin on January 12, 1939, Martin 
Gilman of the General Radio engi¬ 
neering staff was the speaker. 11 is 
subject; "Problems in Instrument De¬ 
sign.” 


General Radio EXPERIMENTER is niaileti tvithout charge each 
month to engineers^ scientists^ technicians^ and others interested in 
commitnivation^Jrequency measurement and control problems, When 
seruiing refjuests for subscriptions and address^change notices^ please 
supply thefollotcing information: name, comfKiny name^ company ad¬ 
dress, type of business company is engaged in, ami title or [position of 
individual. 
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